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Abstract: We perform rapid spontaneous Raman 2D imaging in light-sheet 
microscopy using continuous wave lasers and interferometric tunable 
filters. By angularly tuning the filter, the cut-on/off edge transitions are 
scanned along the excited Stokes wavelengths. This allows obtaining 
cumulative intensity profiles of the scanned vibrational bands, which are 
recorded on image stacks; resembling a spectral version of the knife-edge 
technique to measure intensity profiles. A further differentiation of the stack 
retrieves the Raman spectra at each pixel of the image which inherits the 3D 
resolution of the host light sheet system. We demonstrate this technique 
using solvent solutions and composites of polystyrene beads and lipid 
droplets immersed in agar and by imaging the C–H (2800-3100 cm−1) 
region in a C. elegans worm. The image acquisition time results in 4 orders 
of magnitude faster than confocal point scanning Raman systems, allowing 
the possibility of performing fast spontaneous Raman·3D-imaging on 
biological samples. 
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1. Introduction 

Noninvasive imaging techniques capable of recording rapid tomographic images with good 
spatial resolution and chemical contrast are of great interest in biology and medicine for the 
study of development and functioning of cells and tissues. Confocal micro-Raman based 
systems are able of obtaining optical sectioning using the label-free contrast mechanism 
intrinsically induced by the molecules contained in the sample [1]; however, due to the very 
low efficiency of the spontaneously emitted Raman signal (1 in 108 incident photons is 
Raman-shifted [2]), the long image acquisition time (normally from a few seconds to several 
hours) makes it unsuitable for studying most of the dynamic processes of living micro-
organisms. To exploit the benefits of the chemical contrast of the Raman effect, novel 
microscopic techniques based on nonlinear coherent anti-Stokes Raman scattering (CARS) or 
Stimulated Raman Scattering (SRS) processes have emerged providing high detection 
sensitivity, fast imaging speeds and intrinsic confocal capabilities [3–6]. Despite that, the 
optical systems involved are usually complex to be implemented and the richness of the full 
Raman spectral information is commonly limited by the wavelength tuning range (or 
bandwidth) of the ultrashort pulse laser sources used; which can be expensive. In this sense, 
cost-effective SRS imaging has been implemented using a pair of continuous wave (cw) 
lasers [7, 8] which are more stable, easy to operate and can be used in combination with 
fluorescence imaging. However, the SRS signal is induced via a Raman gain (or loss) process 
at one of the available wavelengths of the two sources [4, 6–8]; therefore, a fast modulation 

#245580 Received 8 Jul 2015; revised 12 Aug 2015; accepted 13 Aug 2015; published 19 Aug 2015 
(C) 2015 OSA 1 Sep 2015 | Vol. 6, No. 9 | DOI:10.1364/BOE.6.003449 | BIOMEDICAL OPTICS EXPRESS 3450 



and lock-in based detection should be implemented to detect the SRS signal. As this is based 
on a point detection scheme, a laser scanning system is normally used. Additionally, the 
acquisition time relays on the shot noise level, the frequency of modulation and on the lock-in 
integration time. Finally, in SRS to obtain full Raman spectra, the Stokes laser has to be 
tunable over the Stokes wavelengths. This adds complexity to the imaging system. 

Recently, light sheet (LiSh) fluorescence microscopy has emerged as a powerful 
technique for in vivo time lapse studies on single cells, whole organisms and tissues [9–11]. 
Due to this geometry, LiSh illumination via selective plane illumination microscopy (SPIM) 
or digital scanned light sheet microscopy (DSLM), provides intrinsic optical sectioning 
capabilities (of large fields of view) in which photodamage is greatly reduced (due to the 
restriction of the irradiation to the plane under observation) while at the same time, the signal 
collection is performed in a very efficient way. These two characteristics result in enhanced 
sample viability. Besides, because the excitation and collection branches are uncoupled, the 
resolution in the transversal and axial directions are determined by the numerical aperture 
(NA) of the collection objective and by the light-sheet thickness, respectively. 

In this context, although it is well known that Raman scattered signals from cells and 
tissues are extremely weak, the combination of an efficient (plane) excitation with an also 
efficient light signal collection results in a highly promising scheme for obtaining fast full-2D 
images using the spontaneous Raman signal as contrast mechanism. Recently, using a 
custom-made spectrograph in a SPIM configuration, Barman et. al. [12] demonstrated the 
possibility of performing optically sectioned Raman imaging on 20 μm polystyrene beads. In 
this case, the 50 µm × 150 µm images were taken at a single vibrational Raman frequency 
and the acquisition time was of 2 minutes each. Similarly, Oshima et. al. [13], performed 
Raman SPIM on zebra fish acquiring 2.3 mm × 2.3 mm images at different vibrational Raman 
bands using a tunable Ti:sapphire laser in the cw-mode; the image acquisition time was about 
10 seconds each. Unfortunately, in both cases, a full Raman spectrum was not acquired. 

An alternative for fast Raman was demonstrated by Hamada et. al. [14] using a line-
shaped cw-laser as the Raman excitation and imaging it (in a confocal configuration) at the 
entrance slit of a spectrophotometer equipped with a CCD detector. The authors performed 
hyperspectral Raman imaging on living HeLa cells at 185 sec/frame with the full Raman 
spectral information. However, in this case the acquisition time is limited by both the sample 
scanning and the CCD integration time to collect the Raman signal; which is affected by the 
typical losses occurring through the spectrometer optics and the critical confocal alignment. 

To our knowledge a DSLM configuration has not been explored so far to perform wide-
field spontaneous Raman imaging. Using a DSLM for Raman imaging instead of using a 
SPIM configuration could be advantageous because, similarly to the case of fluorescence 
imaging [11], results in a better excitation efficiency as the full power of the excitation light is 
concentrated into the single scanned line; and in a more homogenous light-sheet, where the 
height can be easily controlled with the amplitude of the scanning. 

Under a LiSh configuration, instead of measuring the Raman signal in a point-by-point or 
line-by-line fashion, the full image at once can be spectrally resolved using an interferometric 
tunable filter (ITF). As it will be demonstrated here, by changing the angle of incidence of the 
ITF, the sharp edged transition in the transmittance is continuously shifted. This allows 
recording a cumulative intensity distribution of the vibrational bands on each pixel of the 
DSLM image as the ITF angular position is changed. Then, similarly to the knife-edge 
technique used to measure beam intensity profiles, a simple differentiation of the images is 
enough to recover the Raman spectrum. Importantly, such procedure can be easily applied to 
every pixel of the image, obtaining thus a high resolution 2D spectrally resolved Raman 
image. 

In this work, we demonstrate how the use of a single compact CW laser in combination 
with a DSLM scheme, in which the detection is spectrally filtered using an ITF, results in a 
cost effective technique to perform rapid high-resolution spontaneous Raman 3D imaging. 
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The proof of principle of the technique is shown using organic solvents and the feasibility of 
the technique for imaging solid 3D samples is demonstrated using a composition of 
polystyrene beads and lipid droplets immersed in agar. Additionally, the potential use of the 
technique for studying biological living samples is also demonstrated using spontaneous 
Raman imaging in the C–H (2600-3200 cm−1) specific region as widely used in CARS and 
SRS microscopy [3–6, 15]. 

2. Knife-edge technique for spectral measurements 

The knife-edge (KE) method is a standard technique used commonly to measure transversal 
intensity profiles of laser beams [16–18]. It consists on recording the laser intensity while a 
sharp knife (typically a razor blade) is translated perpendicular to the beam propagation using 
a calibrated translation stage; as a result of this “eclipsing process” the cumulative 
distribution intensity (i.e. the integral) of the beam is traced. Since the resulting trace does not 
replicate by itself the beam profile, a proper data inversion method needs to be used to finally 
obtain the beam intensity profile [19–21]. Figures 1(a), 1(b) show a computed fitting of a KE 
trace and its respective differential curve to retrieve a Gaussian beam profile. The measured 
KE traces, ( )trI u , of Gaussian beams are fitted with the sigmoid-shaped function [17, 20, 

21]: 

 ( ) ( )0 01 2( ) / / 2,trI u I erf u u r = ± −   (1) 

where 0I  is the total (unblocked) beam intensity, 0u  is the fitted center of plot, and r is the 

radius of a Gaussian beam at 21/ e  (see Fig. 1(b)). The independent variable u  is given 
typically in microns units while erf corresponds to the error function (or in other words, the 
integral of a Gaussian beam) [16, 19, 21]. Positive or negative sign of the erf trace is used 
depending on the experiment when the blade is moved to unblock or block the beam, 
respectively. Therefore, the magnitude of the derivative with respect the displacement in the 
KE trace, ' ( ) /tr trI dI u du= , results in the measured Gaussian beam profile. 

To characterize non-Gaussian beam profiles a direct differentiation of the measured KE 
traces is performed [16, 17, 22, 23]. Here, we use this KE approach to retrieve the 
spontaneous Raman spectra from KE traces. The “spectral knife” is emulated with the sharp 
cut-on/off slope transition of commercially available angle-tuned thin-film ITF [24, 25]. Such 
filters have improved features which are ideal to implement the spectral KE technique. They 
are capable of maintaining sharp step edges Δλ , over a full range of incidence angles (from 
0° to 60°) with high transmission, excellent out of band blocking, and essentially no (or little) 
depolarization artifacts. Figure 1(c) pictures the principle of the spectral KE technique when 
the angle of incidence is moved in a range from 0° to −55°. Despite the finite bandwidth 
transmittance, starting at −38° and tuning the cut-on and cut-off transitions toward lower and 
higher wavelengths, respectively, a wide range is covered (>80 nm) allowing the scanning of 
the Raman spectra over 2300 cm−1 wavenumbers from 1000 to 3200 cm−1. This spectral 
region contains peaks that are known to occur in biological samples, such as the ring 
breathing of phenylalanine (1000 cm−1), the CH2 deformation (1451 cm−1) and stretching 
modes (2850 cm−1, 2885 cm−1), the CH3 stretching mode (2935 cm−1) and Amide-I vibrational 
mode of peptide bonds (1660 cm−1). 
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Fig. 1. a) Computed gaussian erf function and b) derivative commonly used on KE 
experiments for beam intensity profile characterization; r is the beam radius of the measured 
beam. C) spectral KE technique for Raman spectra extraction, λcut-on/off are the edge transitions. 
The black curves correspond to the transmittance of aused ITF (Semrock TBP01-628/14) at 0°, 
−38 o and −55° while the Raman spectrum (gray curve) corresponds to DMSO. 

The spectral resolution for this technique given in wavenumbers (in cm−1 units) is 

 7 2
/Δ 10 Δ / ,cut on offv λ λ −= ×  (2) 

where 80%T 5%TΔλ λ λ= −  is the filter edge step transition, with 5%Tλ  as the wavelength at the 

5% nominal transmittance for the “blocking” part and 80%Tλ  at 80% for the “full transmitting” 

wavelength, as shown in Fig. 1(c). The, cut-on/off wavelength, /cut on offλ − , is defined as the 

wavelength at the 50% of the maximum transmittance intensity and is given (in nm units) by 
[25] 

 2 2
/ /(θ) (0) 1 sin (θ) / α ,cut on off cut on offλ λ− −= −  (3) 

where ( ) /
0

cut on off
λ

−
 is the cut on/off wavelength at normal incidence, θ  is the angle of 

incidence, and α  is a fitting parameter which depends on the effective index of refraction of 
the filter design. 

The excited vibrational frequency for each angular position is calculated from the energy 
difference between incident and scattered photon using the expression, 

 ( ) 7 11/ 1/ 10 ,p Sv cmλ λ −= − ×  (4) 

where pλ  is the excitation wavelength, and Sλ  is the Stokes wavelength, respectively (both 

given in nm units). Note from Eq. (2) that interferometric filters can be used as a “spectral 
knifes” because the step transition Δλ  keeps small over the tuning range and the angle 
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dependent cut-on/off wavelength ( ) /cut on off
λ θ

−
 falls within the scattered Raman wavelengths, 

i.e. ( )S cut off
λ λ θ

−
= . 

Figure 2 shows the estimation of the spectral resolution for three typical laser wavelengths 
used in Raman experiments; the curves are calculated using Eq. (2) and considering constant 
the edge transition of Δ 2nmλ =  . Note that the longer the Stokes wavelength, Sλ , the better 

the resolution is. When using a 532 nm laser source, the Stokes wavelengths range go from 
565 to 640 nm, covering a vibrational frequency range from 1000 to 3200 cm−1 with an 
increasing spectral resolution that goes from 66 to 48 cm−1. Therefore, an improved resolution 
is expected for the same vibrational frequency range if longer excitation wavelengths are used 
(see Fig. 2). We choose working with 532 and 636 nm sources in our experiments to take 
advantage of the CMOS quantum efficiency which is >30% for the excited Raman 
wavelengths. Notice that the spectral resolution obtained with green and red lasers is good 
enough to resolve vibrational bands in the C-H region (2700-3200 cm−1) and that such region 
has been successfully exploited for biological studies on lipids and tissue using CARS and/or 
SRS nonlinear Raman imaging [4–6]. 

Accessing the fingerprint region from 1000 to 1600 cm−1 would need the use of a near IR 
source and the Stokes wavelengths will falls between 840 to 900 nm. Although such region 
can be accessible using CCD/CMOS sensors its quantum efficiency would decrease from 20 
to 10% compromising the image acquisition time. 
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Fig. 2. Estimation of the spectral resolution for three different Raman excitation laser sources 
(as indicated). Horizontal lines (in gray) indicate typical spectral regions of interests for Raman 
studies (see text). 

3. Experiment 

3.1. Raman LiShMS imaging setup 

A detailed description of the optical setup to perform DSLM can be found elsewhere [11]. 
Here this system is briefly described in Fig. 3 to emphasize the required modifications to 
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perform Raman light-sheet micro-spectroscopy (Raman LiShMS) imaging. In the figure the 
xy-plane is defined as the image plane (plane of interest) and the z-axis as the orthogonal 
direction where the Raman signal is to be collected. In order to generate the light sheet a CW 
laser beam is coupled to a galvanometric mirror (GM) that scans the beam along the xy-plane 
direction. The telescope arrangement, composed of a scanning lens (SL) and a tube lens (TL), 
is used to inject the scanned Gaussian beam at the rear focal plane of the excitation objective 
EO (10x , NA = 0.3, WD = 16 mm, Nikon, Japan) to create the light sheet at the sample 
plane. A custom made immersion chamber holds a capillary glass tube (Hirschman Z611263, 
100 µl) where the samples are immersed. The capillary glass is attached to a motorized 
rotation stage (Physik instrument, M-116.2SH) and a xyz-motorized stage (3-axis NanoMax, 
Thorlabs) allowing full control of the experiments. An infinity corrected, water immersion 
collection objective (CO) (Leica/HCX Apo L20X, 0.5NA) is placed orthogonal to the sample 
plane, along the z direction to collect the spontaneous Raman scattered signal. After the CO 
an interferometric tunable filter, mounted on a high-precision rotation mount to vary the angle 
of incidence θ and thus tuning the filter pass band wavelength, is placed. A CMOS camera 
(Hamamatsu, ORCAFlash 4.0) is used to take the images while changing the angle of 
incidence to scan the filter transmittance. In that way, each pixel along the stack records a 
Raman spectral KE trace (see image inset). 
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Fig. 3. Raman LiShMS imaging setup. CW: continuous wave; GM: x-y Galvo-Mirror; SL: 
Scanning Lens; TL: Tube Lens; EO: Exciting Objective; CO: Collecting Objective; TF: 
Tuning Filter; θ: tilt angle of the filter. Inset: Spectral knife edge (KE) trace extraction from a 
2D image stack at a region of interest I(x,y) with N as the total number of images, each taken at 
a different filter tilt angle. 

For our experiments two different CW laser, one at 532 nm (Verdi v10, Coherent) and 
another one at 638 nm (Cobolt, MLD), were used as excitation sources. After attenuating the 
532 nm source (<50mW) a tuning filter TBP01-628/14 (Semrock) was used to filter the 
excited spontaneous Raman signal. A notch filter (Semrock, NF03-532E) and a pass band 
(Delta, BP 630/75) were also placed in front of the CMOS sensor (not shown) to block the 
excitation wavelength. For the 632 nm source, a tuning filter TBP01-790/12(Semrock), was 
used. In this case a pair of pass band filters FF01-731/137 (Semrock) were used to block the 
excitation wavelength. 
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3.2. Micro-Raman measurements 

In order to verify the Raman spectra taken under the proposed Raman LiShMS system, 
spectra of the studied samples are also acquired with a confocal micro-Raman system (inVia, 
Renishaw) in a backscattered configuration. The Raman excitation was performed with a 532 
nm laser beam focused through a 50x, 0.75 NA air objective (Leica N Plan Epi). The power 
range used in our experiments is 2.5 mW allowing a spectra acquisition time of 10 seconds 
for the 500-3200 cm−1 vibrational frequency range. A typical resolution of 3 cm−1 is obtained 
using a 1800 lines/mm grating. 

4. Sample preparation 

4.1. Solvent solutions 

Glass micro-capillary tubes (Hirschmann Z611263, 100 μl) filled with Dimethyl Sulfoxide 
(DMSO) at 99.9% (Sigma, D8418), methanol (meth) at 70% and ethanol (eth) at 70% were 
used in our experiments. To prevent leakage and evaporation of the solutions the capillary 
tubes were fused at the bottom end and sealed with paper Parafilm (PM-996) at the top end. 
DMSO, methanol and ethanol solutions are typically used for characterizing Raman 
experiments because of their characteristic Raman vibrational bands in the so called 
fingerprint region (500-1600cm−1) as well as in the C-H region (2700-3000 cm−1). 

4.2. Lipofundin and polystyrene beads immersed in agar 

In order to emulate 3D biological-like samples a composite of 50 µm-sized polystyrene 
microspheres (Thermo scientific, 7550A) and lipofundin (MCT/LCT 20%, B. Braun) 
immersed in 1% low-melting agarose was prepared. The melted solution was deposited 
directly into a glass micro-capillary tube with a micropipette prior solidification. The end 
composite was slightly extruded out the capillary tube in order to be placed in front of the 
detection objective. We use the typical C-H Raman bands (2700-3000 cm−1) of both the 
polystyrene and lipofundin for hyperspectral imaging. 

4.3. Biological samples 

To test the system for biological applications, we use the model organism Caenorhabditis 
elegans (C. elegans). Wild type C. elegans worms were routinely cultured in the laboratory 
on NGM plates at 20°C and fed on the non-pathogenic bacteria E.coli OP-50. Adults were 
picked and anesthetised with 5 µl of sodium azide 35mM (Scharlab, Spain) for 10-15 min. 
Once immobilized, mixed with 1% low melting point agarose (Promega, Spain) at 30°C and 
injected with a micropipette in a 100 µl glass micro-capillary. 
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5. Results and discussions 

5.1. Tunable filters characterization 
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Fig. 4. Filter tuning calibration for the two laser excitation sources used in the experiments at 
636 nm (a) and 532 nm (b), respectively. Markers indicate the measured edge cut-on/off 
wavelength transition (as labeled) while solid lines are the fitted curves using Eq. (3). 

Due to the nonlinear dependence of the ITF with respect the angle of incidence, calibrating 
the filters prior the Raman imaging is essential to know the actual cut-on/off wavelength (and 
wavenumber) at a specific tilt angle θ, which is the same in magnitude as the angle of 
incidence (as can be deduced from Fig. 3). Figure 4 shows the calibration of the tunable 
Semrock filters TBP01-790/12 (a) and TBP01-628/14 (b) used for the red (636 nm) and green 
(532 nm) laser sources in our experiments, respectively. The measured cut-on and off 
wavelengths (as defined before and shown in Fig. 1c) are represented by open squares and 
open circles. Note that for the two used filters, a wide spectral range (>2000 cm−1) can be 
reached. It is worth also noting that the experimental data are in good agreement with the 
fitted curves (solid lines in Fig. 4) which are computed using Eq. (3) with values of 

( )0 783.7
cut on

λ
−

=  nm, ( )0 802.2
cut off

λ − =  nm, and α = 1.775 for fitted curves of Fig. 4a, and 

( )0 618.9
cut on

λ
−

=  nm, ( )0 641.49
cut off

λ
−

=  nm, and α = 1.875 for fitted curves of Fig. 4b, 

respectively. 

5.2. Raman LiShMS proof of principle 

As a proof of principle demonstration, we proceeded to perform Raman light-sheet micro-
spectroscopy using the spectral KE technique for three different solvents solutions (see Fig. 
5). Here the green laser source is used at 15 mW, measured before the excitation objective. 
The transmission of the tunable filter at −38° of tilt angle is shown in Fig. 5(a), indicating the 
starting point of the wavelength tuning to perform the spectral KE technique over two 
different vibrational frequency ranges. By tilting the filter transmittance to the frequency 
range from 850 to 1750 cm−1 the left side sharp edge step (see cut-on wavelength) can be 
used. Similarly, by tilting the transmittance the frequency range from 2600 to 3200 cm−1, the 
right side edge step (cut-off wavelength) can be used. Figure 5(b) shows the obtained KE 
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traces for DMSO and glass in black squares and gray circles, respectively. The black arrows 
indicate two different inflexion points on the spectral KE trace of DMSO where the maxima 
of two vibrational bands are located. By a direct differentiation of the traces the DMSO, the 
Raman spectra is retrieved (Fig. 5(b)). The inset images in Fig. 5(b) from left to right 
corresponds to: the focused laser beam (elastic scattered light image), the cuvette 
glass/solution interface and the Raman light sheet, respectively. The image of a laser beam 
(left) is focused after passing through an aperture resulting in a light sheet of ~3 μm of 
diameter and a FOV of ~100 μm (data not shown). Each data point of Figs. 5(a) and 5(b) are 
the measured average intensity at the glass and DMSO regions (labeled as 1 and 2), 
respectively, for each specific tilt angle of the filter. A total of 100 angle positions (and so 2D 
images) are taken at 200 ms/frame, therefore the Raman spectrum shown takes only 21 
seconds to be acquired. Note that such acquisition time is similar to the time a confocal 
Raman microscope commonly takes to complete a spectrum under the same irradiation 
conditions but only for a single point. Here instead of one single point, the spectra is taken 
from the whole 2D light sheet, resulting in 2D Raman images of 300 × 300 μ m2 at ~1 

μ m/pixel, decreasing in this way the acquisition time by 4 orders of magnitude with respect a 

point scanning confocal Raman image. 
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Fig. 5. Raman LiShMS imaging in different organic solvents. Spectral KE traces (a) and 
derivatives (b) of DMSO (black) and glass (gray) covering the 1000-3200 cm−1 vibrational 
frequency range. Laser source at 532 nm, 15 mW, and 200 ms acquisition time per image. 
Images in (b) are the focused laser beam (left), the cuvette glass/solution interface (center), and 
the Raman light sheet (right) of glass (1) and DMSO (2), respectively. Scale bar length is 150 
µm. Spectral KE traces (c) and derivatives (d) of DMSO, ethanol, and methanol (as labeled) 
covering the 2600-3100 cm−1 frequency range. Laser source at 636 nm, 20 mW and 7.4 sec 
acquisition time per spectra. Raman spectra taken with a commercial micro-Raman equipment 
(e). 

Note that for high frequencies (2600-3100 cm−1) the retrieved spectrum of Fig. 5(b) is in 
good agreement with the Raman spectrum shown in Fig. 1(c), taken with the micro-Raman 
equipment, however, at the low frequencies (850-1750 cm−1) the bands are poorly resolved. 
As already mentioned, the low spectral resolution obtained in such region is a drawback when 
using these two specific 532 and 632 nm excitation wavelengths (see Fig. 2). The use of 
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longer excitation wavelengths in the 700-780 nm range, such as that obtained with CW 
Titanium-Sapphire oscillators, combined with tuning filters with improved step edges 
transmittance, would allow working in the fingerprint region. Although the signal of typical 
CMOS sensitivity is compromised due to the low quantum efficiency at the scattered Raman 
wavelengths (800-900 nm) it has been demonstrated that no damage is induced in cells when 
Raman experiments are conducted during 40 minutes of exposure using a 785 nm source at 
115 mW with a 63x 0.9 NA objective [26]. An alternative way to extract the Raman 
molecular information from the low resolved spectra is applying modern deconvolution 
methods based on, for example, multivariate curve resolution (MCR) [27], which has been 
used to resolve multiple pure responses and concentrations of the Raman components present 
in unknown mixtures [28]. Here we are working in the CH stretching region where many 
molecular components share bands or are highly overlapped, thus the combination of the 
Raman LiShMS imaging technique here presented with MCR would enormously enhance the 
results and the chemical knowledge of the sample under analysis. 

We therefore concentrate our study at the 2600-3200 cm−1 region where hydrogen (C–H 
and O–H) bonds are present and can be resolved with our current experimental setup. This 
was demonstrated for DMSO, methanol and ethanol, respectively (see Fig. 5(c)-5(d)). Here 
using the red (636 nm) laser source with 20 mW and recording only 25 angle positions, 
recording the Raman spectra in this region took 5 seconds. The retrieved spectra is shown in 
Fig. 5(d) and it is in good agreement with the Raman spectra taken with the confocal micro-
Raman system shown Fig. 5(e), confirming the good spectral resolution obtained with the 
spectral KE technique. 

5.3. Hyperspectral 3D-Raman imaging of polystyrene beads and lipids immersed in agar 

Figure 6 demonstrates the feasibility of the technique for optical sectioning and chemical 
contrast on 3D samples using a composite of polystyrene beads (55 μm in diameter) and lipid 
droplets immersed in agar at 1%. By comparing the wide-field image (Fig. 6(a)) with the 
single plane Raman image (Fig. 6(b)) the optical sectioning becomes evident. The wide-field 
image shows a significant amount of blurred structures coming from xy-planes outside the 
depth of field (~6 μm) of the used CO. On the other hand, LiSh image is formed by the 
scattered Raman signals coming only from the structures within the light-sheet thickness (~3 
μm) dictated by the lateral resolution (along z-axis) of the EO (see Fig. 3). Note that the 
Raman signal in Fig. 6(b) is extracted as taken from the spectral KE stack; that is, before 
computing the derivative and therefore no chemical contrast is observed yet in Fig. 6(b). 

After calculating the derivative of the spectral KE stack, the spectral Raman information 
on each structure is retrieved. Figure 6(c) shows the obtained Raman spectra of polystyrene 
(PS) beads, lipofundine lipid droplets (LF), and water (1% agar), as labeled. The green and 
red arrows in Fig. 6 indicate the specific PS beads and LF droplets where the spectra are 
measured. It is worth mentioning that in order to minimize excitation power (to 20 mW), the 
excitation wavelength was fixed at 532 nm. This allowed us to exploit the high quantum 
efficiency of the CMOS camera. However, this also resulted in a compromised spectral 
resolution. Despite of that, the retrieved Raman spectra shows good spectral resolution when 
compared with the micro-Raman spectra. Therefore, hyperspectral images can be obtained by 
merging the images at maximum peaks 2922 cm−1 and 3042 cm−1 of PS and LP spectra. The 
merged images for every optically sectioned plane at these two bands are restacked; resulting 
in 3D hyperspectral imaging showing the locations of PS and LF in green and red structures, 
respectively. Figure 6(d) shows the z-projection of all the hyperspectral images taken through 
180 µm of depth. The inset shows the transversal image reconstructed from the optically 
sectioned planes separated 3 μm each. Note that the required time to extract all this 3D-
Raman information (300 × 300 × 180 µm3) is just 5 minutes, approximately. 
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Fig. 6. Optical sectioning and hyperspectral capabilities of Raman LiShM with tunable filters. 
a) Wide field image, b) single plane Raman image, c) Raman LiShM and Micro-Raman 
spectra, and d) hyperspectral image of samples composed of 50 µm polystyrene (PS) beads and 
lipofundine (LF) immersed in agar at 1%. Green and red arrows indicate PS beads and LF lipid 
droplets, respectively. The hyperspectral Raman LiShM image shown in (d) is the z-projection 
of a stack of merged images at the 2945 cm−1 and 3054 cm−1 Raman peaks (indicated with 
arrows in (c)). The transversal image reconstructed from the optically sectioned planes is 
shown in the inset image of (d). Dashed line in (d) is the plane of image (b). Scale bar in b) is 
50 µm 

5.4. 3D-Raman imaging of C. elengans 

Finally, Fig. 7 shows the potential use of Raman LiShMS imaging in biological living 
samples where the wide-field image (Fig. 7(a)) of C. elegans and PS beads immersed in agar 
at 1% is compared against the single plane non-spectrally resolved Raman image (Fig. 7(b)). 
It is worth mentioning that the PS beads are also included in order to have a Raman spectrum 
as a reference (although this is not necessary once the ITF are calibrated (see Fig. 4)). The 
arrows in Fig. 7(b) indicate the regions where the Raman spectra for the C. elegans and PS 
beads are retrieved. The top panel of Fig. 7(c) shows the Raman spectra (solid black curve) of 
the C.elegans worm obtained with the Raman LiShMS imaging system. After averaging the 
Raman signal coming from the whole region of the worm intestine, it is possible that the 
resulting shape in the spectrum can be a mixing of the Raman signal (coming from 
triacylglycerides) and of the auto-fluorescence (coming from lipid droplets) (see Fig. 1(d) in 
[29]). By normalizing the Raman signal with a fitted curve of the fluorescence signal the 
Raman bands become more evident (see dotted curve). The Raman spectrum of PS taken with 
LiShMS and confocal micro-Raman system are shown in the bottom graph of Fig. 7(c). 
Finally, Figs. 7(d) and 7(e) show the Raman images at the 2910 cm−1 y 2960 cm−1 peaks; 
indicating the presence of lipids and proteins/extracellular matrix, respectively. Note that the 
spatial resolution is low due to the 20x collection objective for the image formation used in 
our system; as a consequence the lipid spectra and morphology are not resolved for individual 
lipids. Nevertheless, the use of higher numerical apertures in the collection and higher power 
in the excitation will indeed increase and collect more efficiently the Raman signal enabling 
the spatial and spectral resolving of individual lipid structures. 
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Fig. 7. Raman LiShMS on C. elegans in agar at 1% with polystyrene beads as Raman markers. 
a) Wide field image, b) single plane Raman image, c) upper panel: Raman LiSh spectra 
coming from the intestine of the worm (solid black line), autofluorescente background (dashed 
line) and the ratio between these two spectra (dotted line); bottom panel: micro-Raman 
spectroscopy of PS taken with the LiSh system (gray line) and with a confocal Raman 
microspectrometer (Solid gray curve). d) spectrally resolved Raman images at 2910 cm−1 and 
e) at 2960 cm−1, respectively. Scale bars are 100 µm. Dashed line in (e) is the plane of image in 
(b). 

6. Conclusions 

Using the advantages of a DSLM configuration for efficient excitation and signal collection 
we performed rapid 2D and 3D Raman light sheet micro-spectroscopy imaging. For that we 
used cw-lasers sources operating at 532 and 636 nm and having low irradiation powers (<50 
mW) for Raman excitation. In addition, cost-effective interferometric tunable filters, instead 
of conventional spectrum analyzers, where used to retrieve the Raman spectra. To do that, the 
spectral knife-edge technique was proposed. Under the utilized excitation conditions, the 
obtained spectral resolution allowed identifying the high frequency C–H region (2600-3200 
cm−1); where important biological studies have been successfully performed using other novel 
nonlinear Raman imaging techniques. Importantly the time needed to analyze single 300 × 
300 µm2 images at 1µm/pixel resolution is 4 orders of magnitude faster than in a conventional 
point scanning Raman imaging system. Based on the improved sensitivity and quantum 
efficiency of CMOS cameras and the laser damage threshold of cells, we predict that the KE 
technique would allow working with living cells in the fingerprint 1000-1700 cm−1 region if 
cw near IR excitation (in the 700-780 nm range) is used but at higher laser powers (50-120 
mW) used in our experiments. The combination of DSLM and spectral KE techniques used in 
this work is extendible for multi fluorophore fluorescence imaging using broadband light 
sheet excitation and paves the way for exploring light-sheet non-linear CARS imaging using 
Bessel beams. 
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